A novel bioabsorbable device for facial suspension and rejuvenation.
To evaluate the safety and efficacy of a novel bioabsorbable suspension device made of a polymer of polylactic acid and polyglycolic acid (Endotine Ribbon), we performed a retrospective multi-institutional case study of 21 patients who underwent minimally invasive or open rhytidectomy with the use of the device in an ambulatory surgery center setting. Twelve patients had an excellent result, 7 a good result, and 2 a fair result. Early complications were corrected with technical modifications. Patient satisfaction was high. The Ribbon is a safe and effective adjunct for performing both minimally invasive and open rhytidectomy and cervical lifting.